Improved Determination of Aluminum in Serum and

Materials and Methods
Instrumentation
An insertion tool is shown in Figure  1B , and the correct positioning directly below the sample port in the centre of the graphite tube is shown in Figure 1C . In routine analysis for Al in serum or urine, we used a 10-1sL sample, dispensed with the auto sampler. Sample probe and platform should be carefully adjusted so that the sample is injected only onto the platform. 
Results and Discussion
Furnace conditions. 
Effects of proteins.
In serum, Al is bound to nondialyzable 17. Alderman, F. R., and Gitelman, H. J., Improved electrothermal determination of aluminum in serum by atomic absorption spectroscopy.
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